except for the pudding swallows in the stroke group. Third, considering the viscosity and the participant's pathology, thin liquid swallows in the nonstroke group presented the most directional differences among all groups of study. In summary, despite some directional dissimilarities, M-L axis accelerometry characteristics are similar to those of the two other axes. This indicates that M-L axis characteristics, which cannot be observed in videofluoroscopic images, can be adequately derived from the A-P and S-I axes.
Index Terms-Tri-axial swallowing accelerometry, cervical auscultation, dysphagia, signal processing.
I. INTRODUCTION

S
WALLOWING is a complex neuromuscular process requiring a series of biomechanical events, which result in the safe passage of liquids and solids from mouth to the stomach without entering the airway [1] , [2] . Due to the complexity of the swallowing process, many health complications, such as radiation therapy for head/neck cancers, and neurological disorders, like strokes, can affect the swallowing function. Dysphagia, swallowing disorders, can affect any of the four stages of swallowing. Serious and potentially fatal health consequences associated with dysphagia negatively impact the health, safety, and quality of life of patients [3] , [4] . Aspiration, dehydration, and malnourishment are probable complications of dysphagia [5] - [8] . Approximately 1 in 25 adults in the United States will have a swallowing problem annually [9] . Moreover, studies have shown that dysphagia is prevalent among the elderly population due to age-related effects on swallowing physiology in addition to age-related diseases [3] , [4] , [7] , [10] - [12] .
There are two primary imaging instrumental examinations used for diagnosis and management of dysphagia: videofluoroscopic swallow studies (VFSS) and fiberoptic endoscopic swallowing tests (FEES) [13] - [16] . VFSS, which has been considered the gold standard of dysphagia testing for over 30 years [13] , [14] , consists of radiographic imaging of the structure and the biomechanical functions of the upper aerodigestive tract during the ingestion of different consistencies of barium coated materials, and how the swallowed material (bolus) flows through the oral and pharyngeal cavities [14] , [17] . However, VFSS is not always available or feasible, and asymptomatic patients are routinely not referred for a VFSS because they do not display overt signs of dangerous or disordered swallowing function. VFSS also requires an examiner with specialized clinical expertise and the use of a radiology suite, which may be unavailable in some areas. [13] , [18] . Early identification of dysphagia through screening tests has received much attention in the past ten years. These efforts have attempted to accomplish two goals. First, the screening is designed to preemptively identify dysphagia before patients with impaired protection of the airway are put in harm's way and are allowed to orally ingest food and liquids. Second, the screening identifies the patients in need of gold-standard imaging testing with VFSS or FEES and identifies those who do not need the expensive testing. When the screening tests are used precisely according to protocol, they possess reasonable sensitivity for identifying dysphagia or its absence in symptomatic patients. However, since they rely on human observation of the overt signs of dysphagia (coughing or choking while eating or drinking), they completely fail to identify patients without overt signs of dysphagia who are at risk for dysphagia. Moreover, adherence to the published screening protocols has not been universally good due to clinical expediency. Therefore, there has been a growing interest in complementary dysphagia screening methods that provide high accuracy, are noninvasive and easy to administer by minimally trained individuals, and consume few resources in healthcare institutions.
Many studies have recently considered the use of swallowing accelerometry for dysphagia screening. Swallowing accelerometry is based on the measurement of vibrations recorded in the upper aerodigestive tract structure during the act of swallowing [19] - [22] . Numerous investigations have been performed in an attempt to find the physiological sources of swallowing vibrations. Some of the studies have considered the displacement of the hyoid bone and larynx as a physiological source of swallow signals [17] , [19] . The displacement of hyoid bone is an essential component of the swallowing function that contributes to the protection of the airway during the swallow, as well as, the traction forces necessary to distend the upper esophageal sphincter and allow the flow of swallowed material into the digestive portion of the mechanism [1] , [19] , [23] - [25] .
The final goal of the swallowing accelerometry method is to classify healthy swallows and unhealthy swallows based on swallowing vibrations recorded by accelerometers. To reach this goal, at the first step, we should be able to characterize swallowing vibrations by extracting various features that provide us crucial information about swallowing. Some studies investigated simple features from swallowing signals in timedomain such as onset of swallows, duration of swallows, timing of the different physiological stages of the swallow, and the magnitude of signals [19] , [26] - [30] . On the other hand, some studies have extracted advanced features in time, frequency, and time-frequency domains from swallow vibrations [26] , [31] - [34] . The results from past studies have shown the validity of the swallowing accelerometry method's use of one or two directions of anterior-posterior (A-P) and superior-inferior (S-I), representing the forward and upward movements of hyolaryngeal structures during swallowing, in swallow classification and capturing swallowing difficulties [22] , [26] , [31] , [32] , [35] , [36] . While the focus of most studies was on the assessing performance of different classification methods based on computed features, few studies have directly compared extracted features in two directions of A-P and S-I to find out about the dissimilarities between the swallowing vibrations in different anatomical directions [22] , [36] - [38] . The results have showed that both of the A-P and S-I axes contain different temporal and spectral information about swallowing. Their findings indicated that the employment of two axes of the dual-accelerometer in swallowing accelerometry analysis would be beneficial as each axis provides unique information about swallowing. However, it should be mentioned that the focus of previous research was on healthy subjects [22] , [36] - [38] , rather than unhealthy subjects who suffering from dysphagia, even though the ultimate goal of swallowing accelerometry is to catch any swallowing difficulties in patients who have or are at the risk of dysphagia. No study has comprehensively compared features of swallowing signals in the A-P and S-I directions under various conditions such as swallowing different volumes and viscosities in subjects who suffer from swallowing difficulties. It should be also mentioned that the selection of features in previous studies was subjective, as there is no clear answer to which features probably characterize the two directions of swallow vibrations. In addition, previous studies utilized different procedural methods, which limits the ability to compare their results. Therefore, there is still a need for further investigation about swallowing vibrations in both the A-P and S-I axes to have a better understanding of swallowing in different anatomical directions. While most attention to swallowing-related movements of hyolaryngeal structures has been to their S-I and A-P directions, both of which are clearly observed with VFSS, little to no attention has been directed to medial-lateral (M-L) movements. It is plausible that hyolaryngeal movement in the M-L plane occurs due to the origins and the insertions of paired muscles responsible for displacing the hyolaryngeal complex and the selective, asymmetrical weakening of these muscles in disease states such as certain types of stroke, cranial nerve injury, maxillofacial trauma, head and neck resections, and others [39] , [40] . Therefore, due to the interesting observations that arose when a second axis of recording was added to single-axis accelerometry, the addition of the final, third axis (M-L) may provide intriguing information about the relationship of swallowing accelerometry signals to actual biomechanical swallowing activity, particularly in patients with diseases affecting symmetry of hyolaryngeal muscle contractions.
While most attention to swallowing-related movements of hyolaryngeal structures has been to their S-I and A-P directions, both of which are clearly observed with VFSS, little to no attention has been directed to medial-lateral (M-L) movements. It is plausible that hyolaryngeal movement in the M-L plane occurs due to the origins and the insertions of paired muscles responsible for displacing the hyolaryngeal complex and the selective, asymmetrical weakening of these muscles in disease states such as certain types of stroke, cranial nerve injury, maxillofacial trauma, head and neck resections, and others. Therefore, due to the interesting observations that arose when a second axis of recording was added to singleaxis accelerometry, the addition of the final, third axis (M-L) may provide intriguing information about the relationship of swallowing accelerometry signals to actual biomechanical swallowing activity, particularly in patients with diseases affecting the symmetry of hyolaryngeal muscle contractions.
The purpose of this study is to comprehensively compare of tri-axial swallowing accelerometry signals in both stroke and non-stroke subjects while examining various viscosities amongst the three anatomical directions. The main question in this study is to examine whether accelerometry signals derived from different anatomical planes provide discriminate information about swallowing function. To answer this question, nine features in time, information-theoretic, frequency, and time-frequency domains have been extracted from tri-axial swallowing accelerometry signals from dysphagic patients. The outcome of this study provides insights into how using tri-axial accelerometers can be helpful to identify swallowing difficulties. In addition, the possible effects of age and gender on the differences between the values of the extracted features in the three directions have been investigated in this study.
II. METHODOLOGY
A. Data Acquisition
Seventy-two patients (mean age 63.94±12.58 years, 42 male, 30 female), who underwent videofluoroscopic examinations at the Presbyterian University Hospital of the University of Pittsburgh Medical Center (Pittsburgh, PA, USA), participated in this study. There were 20 patients who had a previous history of stroke as the reason behind their swallowing difficulties (a neuromuscular issue), while the other 52 patients had other various reasons such as radiation therapy for head/neck cancer or other anatomical issues. All participants signed informed consent and the data collection protocol was approved by the University of Pittsburgh Institutional Research Board. As a part of their examinations, the participants swallowed one or more thickened liquids with different consistencies including thin-thick liquid (Varibar Thin Liquid with <5 cPs viscosity), nectar-thick liquid (Varibar Nectar with ≈ 300 cPs viscosity), and pudding-thick liquid (Varibar Pudding with ≈ 5000 cPs viscosity). The viscosity of boluses changed for each patient based on the speech pathologists' decision considering different factors, such as patients' condition at the time of examinations, patients' history including stroke history, diet, and any specific health considerations. Participants performed the swallows in a neutral head position and, in some cases, in a head-flexion ("chin-tuck") position, which has been used in dysphagia patients to prevent aspiration during swallowing [41] . Swallows with swallow maneuvers, such as the supraglottic swallow, Mendelsohn maneuver, and effortful swallow, were eliminated from the study. In this study, each swallow was rated on an accepted 8-point ordinal clinical Penetration-Aspiration (PA) scale to determine the severity of swallowing difficulty in patients, and we included swallows within all range of severity (1 < PA score < 8). Since the purpose of this study was to determine whether tri-axial accelerometry provided additional information that characterizes swallow physiology compared to dual-axis accelerometry, there was no specific limitation regarding the severity of dysphagia because the event of interest was the physiology of the swallow event.
The 881 swallows were recorded with a tri-axial accelerometry (ADXL 327, Analog Devices, Norwood, MA, USA) with a sensitivity of 420mV/g, resolution of 250 μg/ √ Hzrms, and an acceleration measurement of a minimum full-scale range of ± 2 g. Previous studies have shown that the optimal cervical placement for digital detectors to record the swallowing sounds and vibrations is on the midline of the cricoid cartilage [21] , [34] , [42] . The sensor was taped to the participants' anterior neck at the level of the cricoid cartilage, such that the sensitive axes of the accelerometer were aligned to the anatomical anterior-posterior (A-P), superior-inferior (S-I), and medial-lateral (M-L) axes, as shown in Fig. 1 . Signals from the A-P, S-I, and M-I axes were band-pass filtered from 0.1 to 3000 Hz and amplified (model P55, Grass Technologies, Warwick, RI, USA) prior to storage on a research computer. The voltage signals for each axis of the accelerometer were fed into a National Instruments 6210 DAQ and recorded at 20 kHz by the LabView program Signal Express (National Instruments, Austin, TX, USA). Concurrent with the accelerometer recordings, the biomechanical activity and the bolus flow in the upper aerodigestive tract were captured by the x-ray machine (Ultimax system, Toshiba, Tustin, CA, USA) at 30 pulses per second, and videofluoroscopic images were captured at 60 frames per second by a video card (AccuStream Express HD, Foresight Imaging, Chelmsford, MA, USA) and recorded to a hard drive with the same Labview program. 
B. Data Preprocessing
The time-marked vibration signals were collected with the tri-axial accelerometer in the S-I, A-P, and M-I directions. The time-linked onsets and offsets of each swallow were obtained via frame-by-frame temporal analysis videofluoroscopic images by a trained experience speech-language pathologist whose inter-and intra-rater reliability in the judgment of these parameters was established a priori. The onset of the swallow segments was defined as the time at which the leading edge of the presented bolus intersected with the shadow cast on the x-ray image by the posterior border of the ramus of the mandible. The offset was the time that the hyoid bone completed motion associated with swallowingrelated pharyngeal activity and returned to its resting position. After segmentation of the swallow signals, they were grouped based on the two factors including the viscosity of the liquids participants were swallowing and whether the participants had a stroke history, since dysphagia following a stroke and the effects of viscosity on the swallowing signals have been well-documented [18] , [29] , [43] - [46] . Then, each swallow was preprocessed as demonstrated in Fig. 2 . As the first step, the mechanical and electrical thermal noise created by the accelerometer was attenuated from the signal by applying axial-specific finite impulse response (FIR) filters [37] . We first fitted an auto-regressive (AR) model to the output of the accelerometer without any input and then use the coefficients of the AR model to generate the FIR filter. In the next step, the low frequency components associated with head movement were attenuated from the signals using a least-squares spline approximation algorithm [47] , [48] . We fitted a low-frequency (<2 Hz) trend to the time-domain signal and then subtracted that low-frequency trend from the time-domain recording. In the last step, to reduce the impact of both white and colored noise on a given signal, the filtered signals were denoised via a ten-level discrete wavelet transform using the Meyer wavelet with soft thresholding. The level of decomposition was determined by minimizing noise in the signal while retaining the interesting detail of the signals [49] . Fig. 3 illustrates the swallowing signals before and after applying signal processing techniques.
C. Feature Extraction
To capture key statistical differences between swallowing vibrations in the A-P, S-I, and M-L axes, several features in multiple domains were extracted from each of the axes of each swallow signal. In this study, nine features in time, information-theoretic, frequency, and time-frequency domains were evaluated. Further, the practicality of these features had already been demonstrated in previous swallowing signal studies [22] , [31] , [32] , [37] , [50] . The computational details for each of these features are described in the following subsections.
1) Time Domain Features: To find out whether the physics of signal behavior differs between the different anatomical axes of accelerometer, a number of time domain features are computed for the swallowing vibrations. Considering a signal X = {x 1 , x 2 , ...x n }, the following features are extracted:
• The unbiased estimation of the standard deviation can be obtained as:
where μ X denotes the mean of the signal. The standard deviation reflects how the signal fluctuates around the mean value. Here the important parameter is the ac signal power represented by the deviation from the mean. The bigger the standard deviation, the wider the distribution of data points.
• Skewness quantifies how symmetrical the amplitude distribution is. This feature can be computed as follows:
A symmetrical distribution has a skewness of zero, whereas an asymmetrical distribution with a long tail to either the right or left has a positive or negative skew, respectively.
• Kurtosis is a measure of whether the amplitude distribution is peaked or flat relative to a normal distribution. A high kurtosis value tends to have a distribution with a sharp, narrow peak, declines rather rapidly, and has heavy tails, while a low kurtosis value signifies a distribution with a flattened peak and has thin tails [51] . This feature is computed as:
2) Information-Theoretic Features: The informationtheoretic features are popular metrics for characterizing biological signals. The different genres of informationtheoretic features are summarized as follows.
• The Lempel-Ziv complexity (LZC) is a practical tool to evaluate the randomness of finite sequences, wellsuited for physiologic signals [52] , [53] . To calculate the LZC, a signal has to be first transformed into a symbolic sequence, since LZC measures complexity through an estimated number of distinct patterns obtained by parsing a symbolic sequence [53] . Quantization is a typical method used to convert biomedical signals into a binary sequence. The signal is converted to 100 symbols by comparing it to 99 thresholds. After the quantized signal is obtained, it can be decomposed into the k blocks. Then, the LZC calculated as:
The logarithm of n, signal length, to the base 100 is used in the previous formula as the signal is quantized into 100 symbols.
• The entropy rate is useful to compare the degree of regularity of the signal distribution [46] , [54] , [55] between the S-I, A-P, and M-L axes. Zero and one values of entropy rate indicate a periodic repetition of the same pattern and aperiodic dynamics, respectively. First, to normalize values of X, μ X is subtracted from X and divided by σ X . Then, it is quantized into ten equally spaced levels. In the next step, sequences of consecutive points in quantized signalX of length H, 10 ≤ H ≤ 30, are coded as a series of integers, ϒ H = {u 1 , u 2 , ...u n−H +1 }, by means of the following formula:
Now the normalized entropy rate is computed as
where per c(H ) is the percent of unique occurrence of coded integers in the sequence of H and (H ) is the calculated Shannon entropy of the sequence which is obtained as follows:
Finally, entropy rate is presented as ρ, an index of regularity
3) Frequency Domain Features: Three features in frequency domain were considered in this study. First, the fast Fourier transform of the signal was computed to measure the frequency domain features.
• Peak frequency is simply the frequency corresponding to maximum power and is computed as follows:
where f max = 100H z.
• The spectral centroid was evaluated as:
• The bandwidth of the signal is defined as follows:
4) Time-Frequency Domain Features: Time-frequency features provide simultaneous descriptions of the signal in the time and frequency domains. Recently, the wavelet transform has been considered as a powerful technique for time-scale analysis of a signal and has shown potential in biomedical signal processing [56] - [60] . It provides varying time-frequency resolution. Applying wavelet transform would have advantages since swallows produce nonstationary signals.
• The concept of entropy was used in the current study to compare the disorderly behavior in swallowing signals in all three axes of the accelerometer: S-I, A-P, and M-L. The wavelet entropy was defined based on the wavelet transform. To perform a wavelet transform, a ten-level Meyer wavelet decomposition is applied to a swallow signal to compute the energy contained in different timefrequency bands. Considering d k as a vector containing wavelet approximation coefficients at kth level of decomposition, the energy at the kth level is defined as
where . means the Euclidean norm. In the next step, the relative wavelet energy equal to energy at a given decomposition level to the total energy of the signal was computed as
d k gives valuable information regarding the energy distribution of the signal at different frequency bands. Finally, the wave entropy rate is computed as
The high/low value of X specifies disorder/order behavior of a signal. Table I contains the summary of all features and their definitions.
D. Statistical Analysis
To account for multiple trials involving the same participants, linear mixed models with random effects were employed as an analytic strategy in this study. First, the anatomical direction differences were computed between three axes for all extracted features in each of the trials. Then, an intercept-only model was fitted to assess the statistical significance of each of the stated differences in the presence of multiple trials per participant. Secondly, in order to identify the correlates of extracted features, another series of linear mixed models with each of the extracted features and their betweenanatomical differences (if applicable) as the dependent variable were fitted; each of the individual potentials correlates age, gender, and participants' stroke history and then the group collectively as fixed effect(s) of interest and a participant random effect. The statistical significance of the parameters of the fixed effects solution with interpretation analogous to regression coefficients was used as evidence of significant association. Due to the large number of extracted features examined and the opportunity for inflated type I error due to multiplicity, the false discovery rate (FDR) methodology was used to make multiplicity corrections to the p-values in all analyses. SAS version 9.3 (SAS Institute, Inc., Cary, NC, USA) was used for all statistical analyses in this study. The benchmark for statistical significance was established at p < 0.05.
III. RESULTS
The accelerometer data were presented in this study for 72 participants including 881 swallows. A total number of 162 comparisons were made between the directional couples of (A-P and S-I), (M-L and S-I), and (A-P and M-L) for all extracted features. Here, we summarize statistically significant results.
A. Demographical Analysis
Before discussing the results of features computed in this study, it should be pointed out that statistical analysis shows no significant effects of age, gender, and participants' stroke history on directional comparisons of the computed features from tri-accelerometry swallowing signals. Table II displays the results of time domain features calculated in this study for each of the A-P, S-I, and M-L axes, grouped by viscosity and by participants' stroke history. Firstly, it should be mentioned that the standard deviation (σ ) showed directional dissimilarity in all groups of the study ( p < 0.02). As we can see in Table II , the S-I axes demonstrated the highest σ compared to the A-P and M-L axes in all groups of study. In addition, considering the asymmetry of swallowing signals ξ s the A-P amplitude distributions in nonstroke participants were mostly positively skewed; whereas, the S-I amplitude distributions had a tendency to be strongly negatively skewed in both the thin (p < 0.05) and pudding ( p < 0.05) groups. Furthermore, even though the signals in both the A-P and S-I axes in the nonstroke pudding group showed high kurtosis, the S-I signals were more meaningfully leptokurtic ( p = 0.03), which resulted in a higher peak than the A-P signals. Other groups showed no statistical differences between the directions in swallow signals.
B. Time Domain Analysis
C. Information-Theoretic Analysis
The summary of information-theoretic features is presented in Table III . The results for entropy rate ρ indicate the statistical differences between the anatomical axes in two cases. First, the entropy rate differed among all three directions of thin swallows in the nonstroke group ( p < 0.005). In particular, the M-L axis for the thin nonstroke group had a greater entropy rate than the A-P ( p < 0.01) and S-I ( p < 0.01) signals. Secondly, the A-P entropy for nectar swallows in the nonstroke group was higher than the M-L entropy ( p = 0.0413).
Considering the evaluation of randomness in swallow signals, the statistical analysis for LZC presented the most directional differences among the extracted information-theoretic features in this study. As demonstrated in Table III , the S-I signals exhibited larger LZC than M-L signals in all groups of study ( p < 0.005), except within the thin stroke group and the nectar the nonstroke group. In addition, the LZC for the S-I signals was higher than for A-P signals in thin and nectar swallows in the stroke group and pudding swallows in the nonstroke group ( p < 0.01). Table IV represents the summary of frequency features considered in the current study. The results for most of the groups showed no significant directional differences for peak frequencies ( f ) as well as centroid frequencies (f ), except for the following cases. First, considering pudding swallows in the stroke group, the A-P signals had significantly smaller peak frequencies than the S-I signals ( p < 0.01) and greater peak frequencies than the M-L signals ( p < 0.05). Moreover, the S-I signals had lower centroid frequencies than the A-P signals for nonstroke pudding swallows ( p < 0.02) and the M-L signals for stroke thin swallows ( p < 0.02).
Additionally, the bandwidth of the A-P signals was considerably lower than for the M-L axis in the nonstroke group for thin and nectar swallows ( p < 0.03), and for the thin viscosity in the stroke group ( p < 0.05).
E. Time-Frequency Domain Analysis
In the time-frequency domain, the wavelet entropy rate ( X ) results for the three anatomical directions in stroke and nonstroke groups are represented in Table V . The S-I signals had greater X than M-L signals for all cases ( p < 0.01), except for pudding swallows in the stroke group.
F. Summary of All Findings
A total number of 198 comparisons were performed between the features calculated for the A-P, S-I, and M-L directions of swallowing signals and then grouped by the viscosity and participants' stroke history stroke history. Among 198 directional comparison cases, only 47 cases showed directional differences, which is ≈ 24% of total number of comparisons. As we can see in Fig. 4 , the greatest percentage of directional dissimilarity was allocated to the standard deviation (37.5%), LCZ (16.67%) and wavelet entropy rate (14.59%). Table VI summarizes all of our findings. Each circle specifies the existing differences between the values of the computed features for the two directions. The rows and column that are highlighted in the orange and green colors indicate the features and the viscosity group, respectively, that presented the largest number of directional dissimilarities. First, we consider the features that give us the largest numbers of directional difference among the various groups of study. Results obtained for the standard deviation (SD), Lempel-Ziv complexity (LZC), and wavelet entropy rate features showed 18, 8, and 7 directional dissimilarities cases, respectively, representing ≈ 69% of the total dissimilarities. Directional differences of 36%, 34%, and 30% were found in comparisons between S-I and A-P, S-I and M-L, and M-L and A-P, respectively. Generally, the S-I signals demonstrated higher values in SD, LZC, and wavelet entropy when comparing with M-L and A-P signals. Secondly, while considering the viscosity and the participants' stroke history, all groups of study showed the minimum six directional dissimilarities in measured features. Thin swallows in the nonstroke group demonstrated the most directional dissimilarities among all of the groups of study, as highlighted in light green in Table VI .
IV. DISCUSSION
The present study provides a quantitative characterization of the three anatomical directions of swallowing signals recorded by a tri-axial accelerometer during videofluoroscopy in patients with swallowing difficulties. This is the first study to consider the M-L axis in swallowing signals recorded during simultaneous videofluoroscopic imaging. Multiple features in the time, information-theoretic, frequency, and time-frequency domains were extracted from the swallowing signals for each of the A-P, S-I, and M-L directions.
The efficiency of swallowing process is reduced with aging [61] , [62] , which may be reflected in swallowing vibrations recorded by an accelerometer [38] , [63] . However, in this study, age did not effect our results of directional variation, as it was neutralized by the relatively small age range of the study participants (72 participants with mean age of 63.94). In addition, we did not observe gender-related effects on our results. Although few studies have shown small genderrelated differences in swallowing [38] , [63] due to differences in the anatomy of the neck and throat between males and females [61] , [62] , [64] , the absence of gender dependency in our study might be a result of applying different methodologies, and most importantly recruiting only unhealthy subjects suffering from swallowing difficulties that could dissemble the effects of otherwise important features, i.e., biological gender.
Time-domain analysis showed that all swallow signals in three directions demonstrated a low standard deviation, low positive or negative skewness, and high kurtosis values indicating dense symmetrical distribution of swallow signals with amplitude values decreasing rapidly above and below the mean. The S-I signals had higher standard deviation values than the A-P and M-L signals, which indicates that the upward movement of the hyolaryngeal structure was actually more variable in amplitude than sideways and forward movements during swallowing. In addition, the A-P signals of pudding swallows in the nonstroke group showed higher values in skewness and kurtosis than the S-I signals. This suggests that the intensity of the forces in the forward direction was smaller for longer periods of time during swallows and had a peaked distribution when compared to vertically directed forces.
Based on the results of the information-theoretic features, the swallowing signals in the three directions demonstrated predictable and regular behavior, which is representative of the presence of periodic nonrandom patterns in swallowing signals, in all the groups of the study. They showed high values for the entropy rate (around 0.99), and low values for the LZC (ranges from 0.05 to 0.07). However, the degree of predictability and regularity differed between the anatomical directions in some groups of study. For instance, the thin swallows in the nonstroke group, the M-L and S-I directions, related to the sideways and upward movements of the hyolaryngeal structure presented more regular behavior than did the A-P direction, related to the forward movement of the hyolaryngeal structure. Furthermore, the M-L and A-P signals exhibited more predictable behavior and lower LZC than S-I signals in most groups of the study.
In this study, the swallowing signals demonstrated few directional dissimilarities in frequency domain features, which indicates that the energy distribution over the range of the swallowing signal frequencies is approximately the same over the three axes. One of the considerable dissimilarities was the bandwidth of thin swallows in the nonstroke group. The A-P signals in this group presented a wider spread of frequency components than did the S-I signals while showing a narrower spread compared to the M-L signals. Moreover, the M-L signals of the pudding swallows in the stroke group had a higher peak frequency than did the A-P signals, while the A-P signals had higher frequencies than the S-I signals. A higher peak frequency indicates a higher rate of change for a signal.
Lastly, we discussed the results of wavelet entropy which provide information about the relative energy associated with the different frequency bands of the swallowing signals. In this study, the S-I signals demonstrated greater wavelet entropy than the M-L signals in all groups of the study except for the pudding swallows in the stroke group. This means that the signal related to the upward movement of the hyolaryngeal structure during swallowing behaves more disorderly in the time-frequency domain than the sideways movement.
To conclude, we investigated for the first time the existence of swallow vibrations in M-L axis in patients with swallowing difficulties. The results showed that the behavior of swallowing vibrations in M-L axis, representing the sideways movement of the hyolaryngeal structure during the swallowing function, was pretty similar to the behavior of swallowing vibrations in the two other axes. In general, despite few dissimilarities obtained from the directional feature comparisons discussed before in the discussion section, the swallowing signals in all three anatomical directions demonstrated similar behaviors in most computed features and among different groups of our study. Our findings seem to bring the practicability of applying dual/tri-axial accelerometry to the analysis of swallowing signals into question as it suggests that we can make inferences about the behavior of one of the axes based on the other axes by considering the viscosity of the swallows and participant's stroke history. The lack of existence of directional differences in swallowing signals also raises the question of whether the physiological sources of the three axes are dependent upon each other. Further research of swallowing physiology with tri-axial accelerometry using concurrent videofluoroscopic images must be pursued in order to understand the sources of swallowing-related vibrations. In addition, we can only interpenetrate from our results that three directions are similar in most of the computed features without finding out which one would be more successful to classify healthy and unhealthy swallows accurately. Therefore, examining the ability and validity of the three directions to classify swallows would be a valuable investigation as the final goal of swallowing vibratory studies is swallows classification. Furthermore, the manual segmentation of swallowing signals might increase the rate of human error due to fatigue and decreasing consistency in segmentation criteria, although we have carefully controlled for that by using ongoing reliability testing. Investigating a swallow segmentation algorithm that can extract each swallow from the recorded signals with high accuracy would be an important contribution. Finally, the Mendelsohn or supraglottic swallow maneuver has been used to treat patients with dysphagia for many years, sometimes as a compensatory strategy to help the bolus passes more efficiently through the pharynx, and sometimes as part of a rehabilitative exercise program. It would be good to research the differences between maneuver-mediated swallows and swallows in natural situations in patients with dysphagia, in order to evaluate the effectiveness of rehabilitation programs and to consider the cervical method as a screening test in rehabilitation centers. Previous studies showed the possible effects of neutral headneck posture and the head-neck flexion (chin-tuck) position on swallowing signals in the A-P and S-I axes [43] , [48] .
V. CONCLUSION
In this study, we have compared swallowing accelerometry signals among the anterior-posterior, superior-inferior, and medial-lateral directions in patients with dysphagia. We considered nine features from 881 swallowing accelerometry signals in various domains including: time, informationtheoretic, frequency, and time-frequency domains. The results indicated that movements related to the vibrations emanating from the hyolaryngeal complex in all three directions have similar behavior in most of the extracted features in this study, but there were a few directional differences as well. First, standard deviation, LZC, and wavelet entropy values demonstrated the most directional differences among all the computed features. Secondly, the S-I direction showed more complex and irregular behavior with variable amplitude than the M-L and A-P directions. Thirdly, considering viscosity and participant's pathology, thin swallows in the nonstroke group presented the most directional differences among all groups of study.
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